Polyethylene sponge total ossicular replacement prosthesis. A histopathologic study.
The histopathologic findings of a functioning high-density polyethylene sponge (Plastipore) total ossicular replacement prosthesis in a patient who died of unrelated causes are reported herein. The lack of inflammatory cell infiltration of foreign-body giant cells within, or adjacent to, the prosthesis helps substantiate the safety and efficacy of Plastipore in the reconstruction of the ossicular chain.